The Multispatula; a spatula adjustable to the shape of the individual cervix.
The Multispatula, which is adjustable to the specific shape of each individual cervix, was compared with the Ayre spatula in 236 patients. Two smears were taken from each woman, one with the Ayre and one with the Multispatula. The Multispatula had a significantly higher percentage of smears containing endocervical cells than the Ayre spatula. Disadvantages of the Multispatula are its high price and the sharp edges causing somewhat more pain and bleeding. There were major differences in the quality of the smears between the various sample takers.